[Development and experience in clinical use of computer monitoring systems in the cardiology intensive care unit].
To develop national monitor computer systems (MCS) for intensive cardiological care units, which should be reliable, easy-to-use, and cheaper than their foreign analogues is a pressing scientific and practical problem for Russian medical instrument making. The paper presents the results of development of and clinical experience with MCS at the intensive cardiological care unit of the Republican Clinical Cardiology Dispensary in the Republic of Udmurtia (Izhevsk).